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SOP for Monitor the UV Lamp Power 

I. Equipment 

This equipment is used to monitor the UV lamp power; it converts the UV lamp power to 
voltage of detector. The component includes two components: 

- Multimeter 
- Detector: DET110 - High Speed Si Photo Detector 

 

 
II. Operation 

 
1. Prepare equipment 

Take detector and multimeter from dry cabinet 
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2. Connect detector with multimeter 

 

 
3. Turn on the detector 
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4. Put detector on the middle of UV light beam place 

 
 
 

5. Turn on the multimeter and measure the background power 
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6. Measure the UV lamp power 
Open the UV lamp, then see the voltage 
 

 

 
Close the UV lamp after measurement 
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7. Record the measurement results 

 

 
8. Put detector and multimeter to dry cabinet 

 


